@ Vented Urinary Leg Bag
Combination Pack
Instructions i
Make sure extension tubing is not kinked or obstructed.
1. Close drain valve.

2. Insert tubing into the bottom of the catheter. Attach
extension tubing to connector at top of leg bag.

3a. Attach leg bag straps; adjust so they are comfortable
and secure,

~ 3h. System is in place.

Open leg bag drain valve. Empty contents.
Close drain valve.




