For use with male external catheters

Recommended for use with all Baro®™ Male External Catheters

Directions for use: ]
1. Insert universal adapter connecting cone into
end of male external catheter.

2. Measure distance to urine bag, and cut
tubing if necessary.
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3. Attach tubing end to inlet cone of urine bag.

(Detach by rolling back tubing end from |. W
inlet cone). O




