Monitorin
m Be sure to follow your facllitﬁ's policies and guidelines for frequency
of patient monitoring. Posey recommends that this product be removed at least
every two (2) hours to check for skin integrity, proper circulation and range of motion.

I on
m Inspect before each use: check for broken stitches or parts; or torn, cut or
frayed material; DO NOT use soiled or damaged products.

Arm Application Instructions:

1. Beginning with upper arm upeninﬁ. roll inside edge of SkinSleeve outwards;
continue to roll until you reach the thumb opening.

2. Slip the arm opening of the SkinSleeve over the patient’s hand, fitting the
patient's thumb through the thumb hole.

3. Unroll the SkinSleeve back up over the arm. Adjust to desired placement.

4. If desired, the ?atient's thumb can be removed from the thumb opening and the
SkinSleeve “rolled up” on the wrist to uncover the palm.

Leg Application Instructions:
1. Beginning with upper leg opening, roll inside edge of SkinSleeve outwards until
you get within 3" of the toe fﬁﬂ%ﬁ' ;
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