
818 WOUND GEL CURAFIL Instructions 

 Remove cap from tube  
 Apply get to sterile Q-TIP™* and swab to cover wound bed at approximately 1/4" layer 

thick  
 Secure with secondary dressing  
 Gel may be gently cleansed/irrigated out using sterile saline or wound cleanser  

 


